
=====================================================================
Acq. Operator   : SYSTEM                         Seq. Line :  11
Acq. Instrument : hplc -2                         Location : Vial 11
Injection Date  : 7/16/2024 2:18:11 AM                 Inj :   1
                                                Inj Volume : 5.000 µl
Acq. Method     : C:\CHEM32\1\DATA\PP  15-7-2024 2024-07-15 21-10-22\POLYPHENOL 2023.M
Last changed    : 7/15/2024 9:10:22 PM by SYSTEM
Analysis Method : C:\CHEM32\1\DATA\PP  15-7-2024 2024-07-15 21-10-22\POLYPHENOL 2023.M (
                  Sequence Method)
Last changed    : 7/16/2024 3:29:58 PM by SYSTEM
                  (modified after loading)
Additional Info : Peak(s) manually integrated
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=====================================================================
                         Area Percent Report                         
=====================================================================
 
Sorted By             :      Signal
Calib. Data Modified  :      7/16/2024 3:11:00 PM
Multiplier            :      1.0000
Dilution              :      1.0000
Do not use Multiplier & Dilution Factor with ISTDs
 
 
Signal 1: DAD1 A, Sig=280,4 Ref=off
 
Peak RetTime  Type   Width     Area      Area    Name
  #   [min]          [min]   [mAU*s]       %
----|-------|------|-------|----------|--------|---------------------
   1   3.565 BB      0.0927  144.00443  52.7244 Gallic acid                                       
   2   4.219 VB      0.1808   41.24969  15.1028 Chlorogenic acid                                  
   3   4.459         0.0000    0.00000   0.0000 Catechin                                          
   4   5.466         0.0000    0.00000   0.0000 Methyl gallate                                    
   5   5.816 BV      0.2330    9.74031   3.5662 Coffeic acid                                      
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Peak RetTime  Type   Width     Area      Area    Name
  #   [min]          [min]   [mAU*s]       %
----|-------|------|-------|----------|--------|---------------------
   6   6.368 VB      0.1982    6.78222   2.4832 Syringic acid                                     
   7   6.904         0.0000    0.00000   0.0000 Rutin                                             
   8   7.226 BB      0.1847   10.97972   4.0200 Ellagic acid                                      
   9   8.375 VB      0.2207   13.57274   4.9694 Coumaric acid                                     
  10   9.184 BV      0.1879    4.53224   1.6594 Vanillin                                          
  11   9.631 VB      0.2936    7.84760   2.8732 Ferulic acid                                      
  12  10.431         0.0000    0.00000   0.0000 Naringenin                                        
  13  11.886 MM      0.3281   34.41762  12.6013 Rosmarinic acid                                   
  14  16.018         0.0000    0.00000   0.0000 Daidzein                                          
  15  17.337         0.0000    0.00000   0.0000 Querectin                                         
  16  19.274         0.0000    0.00000   0.0000 Cinnamic acid                                     
  17  20.655         0.0000    0.00000   0.0000 Kaempferol                                        
  18  21.252         0.0000    0.00000   0.0000 Hesperetin                                        
 
Totals :                     273.12657
 
 
11 Warnings or Errors (10 first messages follow) :
 
Warning : Calibration warnings (see calibration table listing)
Warning : Calibrated compound(s) not found
Warning : Invalid calibration curve, (Gallic acid)
Warning : Invalid calibration curve, (Chlorogenic acid)
Warning : Invalid calibration curve, (Coffeic acid)
Warning : Invalid calibration curve, (Syringic acid)
Warning : Invalid calibration curve, (Ellagic acid)
Warning : Invalid calibration curve, (Coumaric acid)
Warning : Invalid calibration curve, (Vanillin)
Warning : Invalid calibration curve, (Ferulic acid)
 
=====================================================================
                          *** End of Report ***
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