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Supplementary Video 1.  

No blood leakage was observed in the jugular vein using the titanium vascular anastomotic device 

when the vascular clamp was released. 

 

Supplementary Video 2.  

Easily and perfectly coupled with a clicking sound at the titanium vascular anastomotic device 

coupling. 
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