Ex vivo accuracy of three electronic apex locators under various irrigants
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Supplementary Table S1. Intra-examiner reliability was assessed by intraclass correlation
coefficients (ICC) across different devices and irrigants

Irrigant X-Smart Pro+ (GL4) Propex Pixi Root ZX Mini X-Smart Pro+ (GL7)

CHX 0.977 0.989 0.985 0.990
EDTA 0.988 0.987 0.988 0.986
NaOCI 0.985 0.990 0.991 0.991
Saline 0.985 0.991 0.989 0.985

Note: ICC values represent average measures derived from a two-way mixed-effects model with absolute
agreement. All measurements demonstrated excellent intra-examiner reliability.
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