
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Figure 12  -  The dependence of the urea clearance on TMP for the WAK and roller pump 
setups, irrespective of other parameters 
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