
Supplementary Table S1. Sevoflurane blood concentration in patients undergoing mild hypothermic cardiac surgery 

Data are expressed as means ± standard deviation. *Sevoflurane blood concentrations were analyzed using one-way analysis of variance, 

followed by Tukey’s test to examine the differences between oxygenators at each timepoint. # p < 0.05 vs. oxygenator 20 min value in 

each group (two-tailed t test). SE, Senko; LI, LivaNova; TE, Terumo; ME, Medtronic. 

 SE (n = 21) LI (n = 21) TE (n = 22) ME (n = 21) Multiple comparison * 

Native lung ventilation      

  20 min 49.7 ± 6.5 50.1 ± 7.3 49.6 ± 7.8 50.3 ± 5.5 N.S. 

  30 min 52.0 ± 7.0 52.1 ± 7.8 53.0 ± 7.9 53.4 ± 5.2 N.S. 

Oxygenator      

20 min 51.4 ± 4.9 53.0 ± 5.6 52.9 ± 4.6 51.9 ± 7.1 N.S. 

40 min 54.2 ± 5.2 55.5 ± 5.0 55.5 ± 7.7 57.2 ± 9.6 N.S. 

60 min 55.7 ± 6.1 # 56.5 ± 5.5 # 57.3 ± 7.5 # 58.3 ± 10.5 # N.S. 


